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Aims Measurements with superior reproducibility are useful clinically and research purposes. Previous reproducibility
studies of Doppler assessment of aortic stenosis (AS) have compared only a pair of observers and have not
explored the mechanism by which disagreement between operators occurs. Using custom-designed software which
stored operators’ traces, we investigated the reproducibility of peak and velocity time integral (VTI) measurements
across a much larger group of operators and explored the mechanisms by which disagreement arose.
...................................................................................................................................................................................................
Methods
and results
Twenty-five observers reviewed continuous wave (CW) aortic valve (AV) and pulsed wave (PW) left ventricular
outflow tract (LVOT) Doppler traces from 20 sequential cases of AS in random order. Each operator unknowingly
measured each peak velocity and VTI twice. VTI tracings were stored for comparison. Measuring the peak is much
more reproducible than VTI for both PW (coefficient of variation 10.1 vs. 18.0%; P< 0.001) and CW traces (coeffi-
cient of variation 4.0 vs. 10.2%; P< 0.001). VTI is inferior because the steep early and late parts of the envelope are
difficult to trace reproducibly. Dimensionless index improves reproducibility because operators tended to consis-
tently over-read or under-read on LVOT and AV traces from the same patient (coefficient of variation 9.3 vs.
17.1%; P< 0.001).
...................................................................................................................................................................................................
Conclusion It is far more reproducible to measure the peak of a Doppler trace than the VTI, a strategy that reduces measure-
ment variance by approximately six-fold. Peak measurements are superior to VTI because tracing the steep slopes
in the early and late part of the VTI envelope is difficult to achieve reproducibly.
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Introduction
Aortic stenosis (AS) is a common valvular heart disease1 in which
echocardiographic assessment is a key part of judgment of timing
procedural intervention.2,3 Although other imaging modalities can
provide useful complementary information,4 echocardiography is the
standard technique for serial monitoring.2 Nevertheless, it can be
challenging to avoid random variation between assessments on sepa-
rate visits.
Echocardiography provides a range of parameters5–8 including
peak aortic velocity, aortic velocity time integral (VTI) and, by using
measurements of the left ventricular outflow tract (LVOT) and the
continuity equation, aortic valve (AV) area. Dimensionless index (DI)
is calculated as the Doppler measurement made in the LVOT divided
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by the Doppler measurement made at the AV. It avoids measure-
ments of the size of the LVOT.5–8
One of the many sources of variation between visits is differences
that arise between different observers reading the same trace.
Previous studies have evaluated the reproducibility of peak and VTI
measurements in patients with AS.9–12 However, only two operators
were studied. Whether the results from a single pair of operators
can be generalized to a larger group of operators is unknown.
Moreover, computer technology now allows research to probe
deeper into the causation of variability in human measurement proc-
esses, in order to provide mechanistic information to those develop-
ing clinical protocols to perform efficiently and consistently.
In this study, we asked 25 operators to make measurements from
40 cases, which, unbeknown to operators, were 20 cases shown
twice, enabling assessment of intra-operator reproducibility. The
aims of our study were to quantify, across a broader range of opera-
tors and cases of AS, the intra-operator and inter-operator reprodu-
cibility of measurements made from Doppler traces.
Methods
We reviewed our clinical imaging database to identify 20 consecutive
patients undergoing transthoracic echocardiography in the Echocardiog-
raphy Department at St. Mary’s Hospital in which AS of any severity
[defined as peak continuous wave (CW) Doppler velocity of greater than
2 m/s across AV] had been identified.
All patients had undergone standard Doppler examination of flow in
the LVOT and AV as recommended by guidelines.7,8 Images were
acquired by accredited echocardiographers who were free to optimize
sweep speed, scale, gain, and filters as they wished.
The LVOT and AV Doppler trace images for each patient were
exported and anonymized. We used custom-designed software (Matlab
and Statistics Toolbox Release Matlab R2015b, The MathWorks, Inc.,
Natick, MA, USA) to mask all but one beat. Whilst in normal clinical prac-
tice operators would be free to make measurements from any beat, we
wanted to specifically study the process of measuring from the trace to
specifically compare peak and VTI. To enable assessment of intra-
operator as well as inter-operator variability, the 40 images (20 CW and
20 PW images) were then duplicated (creating 80 images in total) and
presented in random order.
Twenty-five operators from three different hospitals, unaware of the
duplication and blinded to the results of their or others’ measurements
and study hypothesis, were asked to view the images. For each image,
they were asked to measure both the peak velocity and the VTI using
custom-designed software. The VTI traces were stored for comparison.
Reversal of traces for VTI
To further investigate variability in tracing the VTI, we attempted to iso-
late the variability arising from (i) the challenge facing an operator when
deciding where to begin a trace and (ii) the challenge of tracing the steep
gradients that arise at both the beginning and end of the trace. To do this,
images were reversed along the horizontal axis, so that the beginning of
the trace was now at the end and vice versa. Ten operators unware of
the image reversal, or the reasons for it, were asked to review the 80
reversed images and again make measurements of VTI.
Statistical analysis
Statistical analysis was performed using ‘The R project for statistical
computing’ with the package lme4.13 Figures were prepared using the
package ggplot2.14 Continuous data are expressed as mean ± standard
deviation. Categorical variables are summarized as percentages. A P-value
of <0.05 was considered significant. To quantify intra- and inter-observer
variability, we use a mixed-model analysis.13 To calculate the variability as
a percentage of the measurement, we calculated the variability of the log
transformed measurement and then back-transformed the variance.
For each measurement, the percentage difference, scaled to the mean
of all operators’ measurements, was calculated to quantify the tendency
for individual operators to over-read or under-read.
To quantify the sources of variability arising from tracing a VTI, mean
consensus curves were identified and divided into five equal vertical
strips. For each strip, the mean standard deviation from the consensus
curve was calculated.
Analysis of variance (ANOVA) and the post-hoc Tukey Honest
Significant Difference test were used to perform a comparison between
the mean variability at different segments of the tracings.
Results
Cases
The average age of patients was 79 ±10 years. Eight (40%) were male
and 12 (60%) were female. The severity (as described by the report-
ing physician) was mild in 1 (5%), moderate in 12 (60%), and severe in
7 (35%) patients. The indications for echocardiography were: AS
follow-up in 12 (60%) patients, to investigate the cause of shortness
of breath in 5 (25%) patients, to investigate the presence of a systolic
murmur in 2 (10%) patients, and preoperative evaluation in 1 (5%)
patient.
Operator characteristics
Twenty-five operators from our institution reviewed 80 Doppler
images in random order. These consisted of 40 pairs of images: 20
continuous-wave traces acquired through the AV and 20 paired
pulsed-wave traces acquired from the LVOT. In fact, the 40 pairs
were 20 pairs shown twice, but operators viewing the sequence of
80 randomly ordered traces were unaware of this duplication. Mean
experience of echocardiography was 5.8 ± 6.4 years. Twelve (48%)
held formal accreditation.
Variability in VTI and peak
measurements
The distribution of VTI measurements is shown in the left panel of
Figure 1. Across all measurements made by all operators in all cases,
the overall mean VTI was 70.1 ±18.6 cm for CW through the AV and
18.7 ± 4.7 cm for PW in the left ventricular tract. Across all cases, the
coefficient of variation was 18.0% for pulsed-wave Doppler traces in
the LVOT, made up of an intra-operator coefficient of variation of
11.9% and an inter-operator coefficient of variation of 12.9%. Across
all cases, the coefficient of variation was 10.2% for CW Doppler
traces through the AV, made up of an intra-operator coefficient of
variation of 7.3% and an inter-operator coefficient of variation of
6.9%.
The distribution of peak measurements is shown in the right panel
of Figure 1. Across all measurements made by all operators in all
cases, the overall mean peak velociy was 346.5 ± 62.0 cm/s for CW
through the AV and 95.8 ± 25.0 cm/s for PW in the left ventricular
tract. Across all cases, the coefficient of variation was 10.1% for
Aortic stenosis: peak vs. velocity time integral 1381
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.pulsed-wave Doppler traces in the LVOT, made up of an intra-
operator coefficient of variation of 5.6% and an inter-operator coeffi-
cient of variation of 8.2%. Across all cases, the coefficient of variation
was 4.0% for CW Doppler traces through the AV, made up of an
intra-operator coefficient of variation of 2.5% and an inter-operator
coefficient of variation of 3.1%.
As can be seen from Figure 1, peak values were more tightly clus-
tered than VTI values. The coefficient of variation was significantly
smaller (P< 0.001 by ANOVA, and the post-hoc Tukey Honest
Significant Difference test).
Tendency for an operator to over-read or
under-read on repeated viewing of identi-
cal images
Across all measurements, operators showed a tendency to consis-
tently make measurements which over-read or under-read the aver-
age of all operators when they were unknowingly represented with
the same image again, as shown in Figure 2. Proportional over-
measurement or under-measurement was strongly correlated for
first and second VTI measurements of AV CW traces (Pearson’s
r= 0.48; P< 0.001). It was also strongly correlated for first and second
VTI measurements of LVOT PW traces (r= 0.78; P< 0.001). Even
stronger correlations were observed for first and second peak meas-
urements of AV CW traces (Pearson’s r= 0.78: P< 0.001) and first
and second peak measurements of LVOT PW traces (Pearson’s
r= 0.89: P< 0.001).
Tendency for an operator to over-read or
under-read in general for any case
When an operator’s measurements of all the cases were considered,
some operators had a tendency to under-read and over-read across
cases in general. For VTI, the operator with the largest tendency to
under-read did so by -19.6 ± 10.2%, whilst the operator with the larg-
est tendency to over-read did so by þ12.8 ± 10.4%. For peak, the
operator with the largest tendency to under-read did so by
-12.6 ± 15.9%, whilst the operator with the largest tendency to over-
read did so by þ10.8 ± 6.3%. The distribution of the tendency to
under-read or over-read by individual operators is shown in Figure 3.
Tendency to over-read and under-read
CWand PW images from the same case
When considering an individual patient, an operator making an AV
CW VTI measurement higher than the average from all operators
was also likely to make an LVOT VTI measurement higher than the
average from all operators (Pearson’s r= 0.39; P< 0.001) (Figure 4,
left panel). Similarly, operators making an AV CW peak velocity
measurement higher than the average from all operators were also
likely to make a LVOT PW peak velocity measurement higher than
the average from all operators (Pearson’s r= 0.41; P< 0.001)
(Figure 4, right panel).
Variability in dimensionless index
measurements
Across all measurements made by all operators in all cases, the over-
all mean DI was 0.280 ± 0.077 and 0.282 ± 0.080 using VTIs and peak
50
100
Patient
100
200
300
400
500
Patient
VTI Peak
(cm) (cm/s)
Figure 1 Variation in VTI (left panel) and peak (right panel) measurements. Each column represents a different case, ordered from the smallest
average measurement on the left to largest on the right. Each point represents an operator’s measurement for that case. The upper group are meas-
urements from a CW acquisition through the AV. The lower group are measurements from a pulsed-wave acquisition in the LVOT.
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velocities, respectively. Across all cases, the coefficient of variation
was 9.3% for DI using peak, made up of an intra-operator coefficient
of variation of 6.2% and an inter-operator coefficient of variation of
6.7%. Across all cases, the coefficient of variation was 17.1% for DI
using VTI, made up of an intra-operator coefficient of variation of
13.9% and an inter-operator coefficient of variation of 9.3%.
Steep slopes are the main source of VTI
tracing variability
The variability in tracing followed the same pattern for both CW and
pulsed wave (PW) Doppler traces, as shown in Figure 5. The standard
deviation of the trace from the consensus is low for segments of the
trace which have either no or shallow slopes. The standard deviation
becomes much higher when the slopes are steeper.
When variability is considered across five equal vertical sections of
the trace (as shown in Figure 6), the highest variability was seen in the
first part of the trace [standard deviation (SD) 41.1 ± 12.6 cm for
CW, SD 12.4 ± 2.3 cm for PW]. The lowest variability was seen in
the middle parts of the trace. The last part of the trace showed inter-
mediate variability (SD 32.4 ± 9.5 cm for CW, SD 10.3 ± 4.7 cm for
PW).
Steep slopes rather than initiating the
trace is the source of variability
To test the hypothesis that variability arises from the difficulty in reli-
ably tracing the steep part of the curve rather than the act of deciding
where to begin the trace, we represented the images to 10 observers
a third and a fourth time, but with the images flipped horizontally (i.e.
the time-axis reversed).
When tracings were reversed (right panels on Figure 6), the
trend in variability was also reversed. The highest variability was
seen in the last part of the trace (SD 45.3 ± 12.2 cm for CW,
SD 11.4 ± 2.3 cm for PW). The lowest variability was again seen in
the middle part of the trace. The first part of the trace showed
intermediate variability (SD 29.9 ± 7.4 cm for CW, SD 9.5 ± 4.1 cm
for PW).
Figure 2 Consistency in operators’ behaviour when reassessing the same images. Each point represents a measurement made by one operator
viewing one case. The position on the horizontal axis represents whether the operator over-read or under-read on the first viewing and scaled to
the average of all operators for that case. The position on the vertical axis represents whether the operator over-read or under-read on the second
viewing and again scaled to the average of all operators for that case. Operators consistently over-reading on both viewings lie in the top-right quad-
rant, whereas operators consistently under-reading on both viewings lie in the bottom-left quadrant. The upper panel shows measurements of VTI.
The lower panel shows measurements of peak velocity. The left panel shows pulsed-wave LVOT measurements. The right panel showed CW AV
measurements.
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Discussion
This study shows that measuring the peak of a Doppler trace is a far
more reproducible strategy than measuring the VTI, with, on average,
a 2.5-fold reduction in coefficient of variation. In research, the
resulting six-fold reduction in the number of patients required to
power a study using peak velocity rather than VTI has huge financial
and logistical implications. In clinical practice, a patient with the aver-
age peak velocity from our study of 346.5 cm/s, a change of 38.5 cm/s
(11.1%) could be detected with 95% confidence. In clinical practice, a
50
25
0
25
50
Operator
% Difference 
from Mean
50
25
0
25
50
Operator
% Difference 
from Mean
VTI Peak
Figure 3 Tendency of operators to under-read or over-read relative to the average for that case. Each column represents a different operator,
ordered from the operator under-reading by the largest proportion on the left to the operator over-reading by the largest proportion on the right.
The values have been scaled to the average for that case. The left panel shows VTI measurement. The right panel shows peak measurement.
50
25
0
25
50
50 25 0 25 50
CW % Difference from Mean
PW % Difference
from Mean
50
25
0
25
50
50 25 0 25 50
CW % Difference from Mean
PW % Difference
from Mean
VTI Peak
Figure 4 Relationship between under-reading and over-reading for pulsed-wave and continuous wave traces from the same patient for VTI (left
panel) and peak measurements (right panel). Each point represents a case reviewed by a single operator. The tendency to over-read or under-read
the pulsed wave LVOT measurement is represented on the horizontal axis. The tendency to over-read or under-read the continuous wave AV
measurement is represented on the vertical axis.
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..patient with the average VTI from our study of 70.1 cm, a change of
19.8 cm (28.3%) could be detected with 95% confidence.
The management of AS depends on accurate quantification of
severity.2,3 The AV and LVOT VTIs are routinely used to calculate
aortic valve area (AVA) by the continuity equation, but peak veloc-
ities are often substituted2 based on the evidence that both AVA and
DI, derived interchangeably from either VTIs or peak velocities, cor-
related well with the gold standard catheterization-derived AV
area.15–22 However, in order to be clinically useful, a parameter must
be accurate and reproducible.5,6 In this study, we show that peak
velocity is considerably more reproducible than VTI.
Comparison with previous studies
The reproducibility of peak velocity and VTI has been previously
studied with two operators.9–12 Just as a study that attempted to
assess the average height of a population would measure more than
two people, a study measuring the average performance of operators
should ideally measure more than two operators. Our study is
unique in testing reproducibility across a much larger group. The
other benefit of measuring more than two operators is that it is
worthwhile setting up a data collection system that allowed opera-
tors to make blinded reassessments, allowing us to study both intra-
operator and inter-operator reproducibility and the mechanism of
disagreement when tracing a VTI.
We found that the CW aortic peak velocity was more reproduci-
ble, with an intra-operator and inter-operator variability of 2.5% and
3.1% leading to an overall coefficient of variation of 4.0%. This is con-
sistent with the values previously reported.9–12 Our results for PW
LVOT peak velocity were less reproducible than the previous litera-
ture10 with an intra-operator and inter-operator variability of 5.6%
and 8.2%, respectively leading to an overall coefficient of variation of
10.1%. CW VTI had intra-operator and inter-operator variability of
7.3% and 6.9% leading to an overall coefficient of variation of 10.2%.
For PW VTI, this study shows worse reproducibility than previous
studies; PW VTI had intra-operator and inter-operator variability of
11.9% and 12.9% leading to an overall coefficient of variation of
18.0% which is higher than the intra-operator and inter-operator var-
iability previously demonstrated.10
A reason why dimensionless index works:
systematic under-reading or over-reading
of both AV and LVOT traces by individual
operators
This study confirms that DI shows better reproducibility across oper-
ators than would be expected from two peak or VTI measurements
Figure 5 Disagreement with the consensus of all operators at steep angles. Each point represents a small portion of an individual operator’s trace
for an individual case. Deviation from the consensus is low at shallow angles but far greater when the slope is steep, whether it be downwards from
the baseline (negative angle, left of the diagram) or back towards the baseline (positive angle, right of the diagram).
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Figure 6 Variation arising from tracing of continuous wave (upper panels) and pulsed-wave (lower panels) velocity time integral. Each beat is div-
ided into five columns of equal width. The variability is highest in the columns at the beginning and end of the traces. The left panels show the standard
deviation for traces presented normally. The right panels show the standard deviation for traces when the horizontal (time) axis is reversed.
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made in isolation. Some operators demonstrated a tendency to con-
sistently make measurements which were smaller than or larger than
the average for that case, as shown in Figure 3. When they interpret
PW and CW images from the same patient, they show a consistent
tendency to make measurements smaller than or larger than the
average for that image, as shown in Figure 4. This is important,
because it underlies some of the benefit of DI, which arises
because an under-read in one image matched by an under-read in the
other image will tend to cancel out and lead to an comparatively con-
sistent DI.
Figure 7 Expected and observed proportional variance in dimensionless index. The area of the square represents the proportional variance.
The orange area is the CW AV variance and the blue area the pulsed-wave LVOT variance. The top panel shows that the expected variance can be
calculated from CW and PW variances (combined orange and blue). The actually observed variance (white) indicates the benefit that arises from
dimensionless index. The middle panel shows the benefit of dimensionless index in VTI (coefficient of variation 20.7–17.1%). The bottom panel shows
the benefit of dimensionless index in peak measurements (coefficient of variation 10.9–9.3%).
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..Based on the mathematical principle of propagation of errors, the
coefficient variation for DI can be estimated as the square root of the
summed squares of the coefficients of variation of the two measure-
ments forming the ratio.23 For peak measurements, the coefficient of
variation of individual AV and LVOT measurements was 4.0% and
10.1%, respectively. The coefficient of variation of the resulting DI
would therefore be expected to be(4.02þ 10.12), which is 10.9%,
but we discovered it to be only 9.3%. Similarly, one might expect the
VTI-derived DI based to have a coefficient of variation of 20.7%, but
our data showed it to be only 17.1%. As shown in Figure 7, DI produ-
ces smaller coefficients of variation than would be expected from
combining the two measurements.
Source of variability in tracing VTI
Our analysis shows that most of the noise arising when measuring
the VTI occurs at the beginning and the end of the Doppler trace.
When compared to the middle of the wave, the variation from the
consensus curve is larger at the beginning and end of the wave. Our
experiment of reversing the images showed a corresponding reversal
in the pattern of variability: it is not the act of deciding where to start
tracing, but the steep slope of the Doppler trace which hinders
reproducibility.
Limitations
In this analysis, 25 operators viewed the same images. There is not
the same as 25 operators acquiring their own images and then making
measurements from them. The variability we demonstrate in this
study is a lower limit estimate, since the acquisition of different
images would add further variability but could not reduce it. We also
selected only one beat for each patient, excluding beat-to-beat varia-
bility, which is another reason our result is a lower limit estimate.
However, this study indicates that further work to characterize the
variability arising from different operators making measurements or
different operators choosing different beats should take place using
peak rather than VTI measurements.
Assessment of AS severity includes more than Doppler measure-
ments. In the real world, clinicians integrate other imaging findings
(such as the morphological appearances of the AV) and clinical infor-
mation in their assessment. The relationship between the number of
different pieces of information provided to operators and variability
in their overall assessment of severity remains unknown.
Conclusions
Measuring the peak of a Doppler trace is a more reproducible strat-
egy than measuring the VTI. The inferiority of VTI reproducibility
arises mainly because of disagreement at the beginning and end of the
tracing where the slope of the Doppler trace is steep. Individual oper-
ators show a tendency to over-read or under-read, which is respon-
sible for some of the benefit of dimensionless index.
The extent of superiority of peak over VTI for an individual patient
is non-trivial: an average operator would be 95% sure of detecting a
difference of 11.1% difference in peak velocity between two different
images. For VTI, the same confidence would only arise with a much
larger 28.3% change. Similarly, a clinical trial using a VTI as the
endpoint would have to be more than six times larger than one using
peak velocity.
Acknowledgements
We are grateful for colleagues at Imperial College Healthcare Trust
who volunteered time to take part in this study.
Funding
S.S. was supported by a grant from SIC-MSD Italia-Merck Sharp and
Dohme Corporation. N.D. and M.Z. are funded by the European
Research Council (281524). M.J.S. is funded by the British Heart
Foundation (FS/14/27/30752). D.P.F. is funded by the British Heart
Foundation (FS/010/038). G.D.C. is funded by the British Heart
Foundation (FS/12/12/29294).
Conflict of interest: None declared.
References
1. Thaden JJ, Nkomo VT, Enriquez-Sarano M. The global burden of aortic stenosis.
Prog Cardiovasc Dis 2014;56:565–71.
2. Otto CM. Valvular aortic stenosis: disease severity and timing of intervention. J
Am Coll Cardiol 2006;47:2141–51.
3. Dal Bianco JP, Khandheria BK, Mookadam F, Gentile F, Sengupta PP.
Management of asymptomatic severe aortic stenosis. J Am Coll Cardiol 2008;52:
1279–92.
4. Chin CW, Pawade TA, Newby DE, Dweck MR. Risk stratification in patients
with aortic stenosis using novel imaging approaches. Circ Cardiovasc Imaging 2015;
8:e003421.
5. Joint Task Force on the Management of Valvular Heart Disease of the European
Society of Cardiology (ESC); European Association for Cardio-Thoracic Surgery
(EACTS); Vahanian A, Alfieri O, Andreotti F, Antunes MJ, Baro´n-Esquivias G,
Baumgartner H et al. Guidelines on the management of valvular heart disease
(version 2012). Eur Heart J 2012;33:2451–96.
6. Nishimura RA, Otto CM, Bonow RO, Carabello BA, Erwin JP 3rd, Guyton RA;
American College of Cardiology/American Heart Association Task Force on
Practice Guidelines. 2014 AHA/ACC guideline for the management of patients
with valvular heart disease: a report of the American College of Cardiology/
American Heart Association Task Force on Practice Guidelines. J Am Coll Cardiol
2014;63:e57–185.
7. Quinones MA, Otto CM, Stoddard M, Waggoner A, Zoghbi WA.
Recommendations for quantification of Doppler echocardiography: a report
from the Doppler quantification task force of the nomenclature and standards
committee of the American Society of Echocardiography. J Am Soc Echocardiogr
2002;15:167–84.
8. Baumgartner H, Hung J, Bermejo J, Chambers JB, Evangelista A, Griffin BP et al.
EAE/ASE. Echocardiographic assessment of valve stenosis: EAE/ASE recommen-
dations for clinical practice. Eur J Echocardiogr 2009;10:1–25.
9. Moura LM, Ramos SF, Pinto FJ, Barros IM, Rocha-Concalves F. Analysis of varia-
bility and reproducibility of echocardiography measurements in valvular aortic
valve stenosis. Rev Port Cardiol 2011;30:25–33.
10. Otto CM, Pearlman AS, Comess KA, Reamer RP, Janko CL, Huntsman LL.
Determination of the stenotic aortic valve area in adults using Doppler echocar-
diography. J Am Coll Cardiol 1986;7:509–17.
11. Otto CM, Pearlman AS, Gardner CL. Hemodynamic progression of aortic steno-
sis in adults assessed by Doppler echocardiography. J Am Coll Cardiol 1989;13:
545–50.
12. Geibel A, Gornandt L, Kasper W, Bubenheimer P. Reproducibility of Doppler
echocardiographic quantification of aortic and mitral valve stenosis: comparison
between two echocardiography centres. Am J Cardiol 1991;67:1013–21.
13. Bates D, Machler M, Bolker B, Walker S. Fitting linear mixed-effects models using
lme4. J Stat Softw 2015;67:1–48.
14. Wickam H. ggplot2: Elegant Graphics for Data Analysis. New York: Springer; 2009.
978-0-387-98140-6. http://ggplot2.org.
15. Danielsen R, Nordrehaug JE, Vik-Mo H. Factors affecting Doppler echocardio-
graphic valve area assessment in aortic stenosis. Am J Cardiol 1989;63:1107–11.
16. Galan A, Zoghbi WA, Quinones MA. Determination of severity of valvular aortic
stenosis by Doppler echocardiography and relation of findings to clinical out-
come and agreement with hemodynamic measurements determined at cardiac
catheterization. Am J Cardiol 1991;67:1007–12.
1388 S. Sacchi et al.
D
ow
nloaded from
 https://academ
ic.oup.com
/ehjcim
aging/article-abstract/19/12/1380/4810372 by guest on 07 D
ecem
ber 2018
..
..
..
..
..
..
..
..
..
..
..
.
17. Oh JK, Taliercio CP, Holmes DR, Reeder GS, Bailey KR, Seward JB et al.
Prediction of the severity of aortic stenosis by Doppler aortic valve area deter-
mination: prospective Doppler-catheterization correlation in 100 patients. J Am
Coll Cardiol 1988;11:1227–34.
18. Teirstein P, Yeager M, Yock PG, Popp RL. Doppler echocardiographic measure-
ment of aortic valve area in aortic stenosis: a noninvasive application of the
Gorlin formula. J Am Coll Cardiol 1986;8:1059–65.
19. Otto CM, Nishimura RA, Davis KB, Kisslo KB, Bashore TM. Doppler echocardio-
graphic findings in adults with severe symptomatic valvular aortic stenosis. Am J
Cardiol 1991;68:1477–84.
20. Rothbardt RM, Castro JL, Harding LV, Russo CD, Teague SM. Determination of
aortic valve area by two-dimensional and Doppler echocardiography in patients
with normal and stenotic valves. J Am Coll Cardiol 1990;15:817–24.
21. Dumesnil JG, Honos GN, Lemieux M, Beauchemin J. Validation and application
of indexed aortic prosthetic valve areas calculated by Doppler echocardiography.
J Am Coll Cardiol 1990;16:637–43.
22. Zoghbi WA, Farmer KL, Soto JG, Nelson JG, Quinones MA. Accurate noninvasive quantifi-
cation of stenotic aortic valve area by Doppler echocardiography. Circulation 1986;73:452–9.
23. Ku HH. Notes on the use of propagation of error formulas. J Res Nat Bur Stand
1966;70C:263–73.
Aortic stenosis: peak vs. velocity time integral 1389
IMAGE FOCUS doi:10.1093/ehjci/jey130
Online publish-ahead-of-print 7 September 2018
....................................................................................................................................................
Improved blood flow after percutaneous transluminal septal myocardial
ablation visualized by 4D flow cardiacmagnetic resonance in a case of
hypertrophic obstructive cardiomyopathy
Kenichiro Suwa1*, Keitaro Akita1, Keisuke Iguchi1, Masataka Sugiyama2, and Yuichiro Maekawa1
1Internal Medicine 3, Division of Cardiology, Hamamatsu University School of Medicine, Hamamatsu, Japan; and 2Department of Radiology, Hamamatsu University School
of Medicine, 1-20-1 Handayama, Higashi-ku, Hamamatsu 431-3192, Japan
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A 79-year-old female patient with
hypertrophic obstructive cardiomy-
opathy (HOCM) presented with
worsening dyspnoea. She was initially
treated with Cibenzoline 9 years ear-
lier but gradually worsened to New
York Heart Association (NYHA)
Class III. A pre-procedural echocar-
diogram revealed an elevated left
ventricular (LV) outflow tract
(LVOT) peak pressure gradient (PG)
of 236mmHg, prompting evaluation
for percutaneous transluminal septal
myocardial ablation (PTSMA).
Cardiac magnetic resonance
(CMR) before PTSMA revealed faint
late gadolinium enhancement (LGE)
scattered in LV (Panel A, white arrow
heads). 3D time-resolved phase-con-
trast (4D flow) CMR exhibited an
LVOT obstruction with a narrow
flow jet measured at 7.6m/s (yellow
arrow) and vortical blood flow in the ascending aorta (AAo) (yellow arrow heads) at peak systole visualized by streamline image (Panel B,
Supplementary data online, Video S1).
PTSMA through the 1st septal branch (Panels E and F, black arrows) was performed and resulted in significant improvement in LVOT
obstruction; peak PG by catheter dropped from 100 to 10mmHg. Her symptoms improved to NYHAClass II. CMR after PTSMA revealed
transmural LGE with microvascular obstruction in the basal ventricular septum (Panel C, white arrows). Compared to pre-PTSMA, 4D flow
CMR demonstrated wider flow jet in the LVOT with a peak velocity of 2.9m/s (red arrow) and less vortical flow (red arrow heads) in AAo at
systole (Panel D, Supplementary data online, Video S2).
Our findings suggest that 4D flow CMR has a potential to visualize the impaired blood flow in patients with HOCM, as well as improve-
ment following PTSMA.
Supplementary data are available at European Heart Journal - Cardiovascular Imaging online.
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